[Clinical testing of a dry chemistry working laboratory apparatus, the "Reflotron"].
The veterinary range of application of the laboratory unit "Reflotron" (Boehringer Mannheim) was tested. This laboratory unit is able to measure the parameters glucose, urea, hemoglobin, GGT, cholesterol, triglyceride and in forthcoming future uric acid, AST, ALT and creatinine out of whole blood. It is easy to operate this apparatus. The "Reflotron" gives reliable results.